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Abstract Precise measurements of aortic complex
diameters are essential for preoperative examinations
of patients with aortic stenosis (AS) scheduled for
aortic valve (AV) replacement. We aimed to pro-
spectively compare the accuracy of transthoracic
echocardiography (TTE), transoesophageal echocar-
diography (TEE) and multi-slice computed tomogra-
phy (MSCT) measurements of the AV complex and
to analyze the role of the multi-modality aortic
annulus diameter (AAd) assessment in the selection
of the optimal prosthesis to be implanted in patients
surgically treated for degenerative AS. 20 patients
(F/M: 3/17; age: 69 ± 6.5 years) with severe degen-
erative AS were enrolled into the study. TTE, TEE
and MSCT including AV calcium score (AVCS)
assessment were performed in all patients. The values
of AAd obtained in the long AV complex axis (TTE,
TEE, MSCT) and in multiplanar perpendicular
imaging (MSCT) were compared to the size of
implanted prosthesis. The mean AAd was 24 ±
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DOI 10.1007/s10554-010-9784-z3.6 mm using TTE, 26 ± 4.2 mm using TEE, and
26.9 ± 3.2 in MSCT (P = 0.04 vs. TTE). The mean
diameter of the left ventricle out-ﬂow tract in TTE
(19.9 ± 2.7 mm) and TEE (19.5 ± 2.7 mm) were
smaller than in MSCT (24.9 ± 3.3 mm, P\0.001
for both). The mean size of implanted prosthesis
(22.2 ± 2.3 mm) was signiﬁcantly smaller than
the mean AAd measured by TTE (P = 0.0039), TEE
(P = 0.0004), and MSCT (P\0.0001). The
implanted prosthesis size correlated signiﬁcantly to
the AAd: r = 0.603, P = 0.005 for TTE, r = 0.592,
P = 0.006 for TEE, and r = 0.791, P\0.001 for
MSCT. Obesity and extensive valve calciﬁcation (AV
calcium score C 3177Ag.U.) were identiﬁed as potent
factors that caused a deterioration of both TTE and
MSCT performance. The accuracy of AAd measure-
ments in TEE was only limited by AV calciﬁcation.
In multivariate regression analysis the mean value of
the minimum and maximum AAd obtained in
MSCT-multiplanar perpendicular imaging was an
independent factor (r = 0.802, P\0.0001) predict-
ing the size of implanted prosthesis. In patients with
AS echocardiography remains the main diagnostics
tool in clinical practice. MSCT as a 3-dimentional
modality allows for accurate measurement of entire
AV complex and facilitates optimal matching of
prosthesis size.
Keywords Aortic stenosis  Aortic valve
replacement  Multi-slice spiral computed
tomography  Transthoracic echocardiography 
Transesophageal echocardiography
Introduction
Degenerative aortic stenosis (AS) is the most frequent
valvular heart disease. In developed countries the
occurrence of AS is estimated at 2–7% in population
[65 years of age. Association between severe AS,
negative prognosis and high mortality is universally
acknowledged [1].
Transthorasic echocardiography (TTE) remains
a routine, easily accessible and widely accepted
method of aortic valve (AV) assessment. However,
since it faces a number of practical limitations, ﬁnal
AS diagnosis and qualiﬁcation for AV replacement
(AVR) may in some cases necessitate additional
techniques. Transesophageal echocardiography (TEE)
is most commonly employed to this end.
Three-dimensional modalities, including multi-
slice computed tomography (MSCT) can strongly
add to TTE and TEE evaluation. MSCT allows
accurate assessment of the valve anatomy, particularly
the annulus shape and diameter, valve morphology
(bi- vs. tricuspid valve) and calciﬁcations distribution.
All these data are of utmost importance for interven-
tional treatment planning, both surgical and transcath-
eter. In a few recently published reports, high
sensitivity and speciﬁcity of MSCT was shown in
planimetriccalculationsofAVarea(AVA)leadingtoa
conclusion that this method is at least as accurate as
TTE and TEE [2–7]. Messika-Zeitoun et al. [8]
conﬁrmed the role of these methods in measuring
the aortic annulus (AA) in patients with severe AS
referred for transcatheter AV implantation. Until
now, no data on efﬁcacy of TTE, TEE, and MSCT
in optimal selection of the prosthesis size has yet
been reported. Regardless of the fact that conven-
tional surgical approach allows for intra-operative
sizing of the prosthesis, an accurate pre-operative
assessment is necessary. Strict determination of the
aortic annulus diameter (AAd) and shape seems to
be of the essence especially for patient selection,
choosing the prosthesis as well as implantation
techniques.
We aimed to prospectively compare the accuracy
of TTE, TEE and MSCT measurements of the AV
complex and to analyze the role of multi-modality
AAd assessment in the selection of the optimal
prosthesis implanted in patients surgically treated for
degenerative AS.
Materials and methods
Patient population
54 consecutive patients with severe degenerative AS
deﬁned as an effective oriﬁce area (EOA) \1.0 cm
2
were diagnosed at the Department of Cardiology,
Medical University of Silesia in 2009. From this
population, 20 (37%) patients (17 males, mean age:
69 ± 6.5 years, body mass index–BMI: 28.3 ±
4.0 kg/m
2, body surface area–BSA: 1.97 ± 0.2 m
2)
who underwent AVR and preoperative non-invasive
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were prospectively enrolled into the study. The indi-
cations for AVR were in agreement with the ESC
recommendations [1]; the intra-operative sizing of the
implanted AV prostheses was done correctly, i.e.
according to the real, individual size of the aortic
valve–aortic root complex. In the rest of initially
screened subjects complete multi-approachASassess-
ment was impossible due to poor ultrasound window
for TTE (n = 21), contraindications to contrast agent
administration (n = 8), arrhythmia (n = 5). The other
exclusion criteria included: coexisting hemodynami-
cally important other valve diseases (moderate/severe
aortic regurgitation, moderate/severe mitral regurgita-
tion), congestive heart failure, thoracic deformation,
renal failure, thyroid disease.
The multi-approach assessment was performed
before cardiac surgery and the results of different
methods were compared to each other as well as to
the size of implanted prosthesis.
Clinical data
Clinical characteristics of study patients involved:
medicalhistory,physicalexamination(arterialpressure,
heart rate, BMI), concomitant disease, standard TTE
evaluation, type of the surgical procedure (AVR vs.
AVR ? CABG),AAdmeasuredintra-operativelyafter
the decalciﬁcation ofthe valve, type (artiﬁcial valve vs.
bioprosthesis) and size of the implanted prosthesis.
Diagnosis of hypertension was based on blood
pressure (BP) levels (systolic BP C 140 mm Hg or
diastolic BP C 90 mm Hg) or previously documented
diagnosis and current antihypertensive treatment.
Coronary angiography was performed in all patients
andcoronaryarterydisease(CAD)presencewasdeﬁned
as a lumen diameter narrowing of C70% in at least 1 of
the 3 major epicardial coronary arteries. Obesity was
deﬁned as BMI[30 kg/m
2. The study was approved
by the Local Ethics Committee. All subjects enrolled
into the study gave written informed consent.
Non-invasive multi-approach assessment
of aortic valve
Two-dimentional echocardiography
Echocardiography was performed by an experienced
sonographer with a standard ultrasound system
(Toshiba Aplio) equipped with a 3.5–1.75 MHz
transthoracic and a multiplane phased-array
2–7 MHz TEE transducers. Doppler echocardio-
graphic indices of AS severity included maximal
(Pmax) and mean (Pmean) transvalvular pressure
gradients along with the effective oriﬁce area (EOA)
calculated from the continuity equation. Left ventri-
cle end-diastolic volume (LV EDV), end–systolic
volume (LV ESV), and ejection fraction (LV EF)
were determined using modiﬁed Simpson’s method.
All cardiac ultrasound examinations were per-
formed in accordance with the American Society of
Echocardiography and European Association of
Echocardiography guidelines [9].
The following cross-section diameters of AV
complex obtained during systole from a long axis in
TTE (transthoracic parasternal long axis view)
(Fig. 1) and TEE (135 mid-esophageal view)
(Fig. 2) were analysed: LVOT (left ventricular out-
ﬂow tract), AA, aortic bulb, STJ (sino-tubular
junction), and ascending aorta. AVA planimetry
was accomplished in a cross-sectional plane at the
level where the valvular oriﬁce was the smallest at
the time of maximum valve opening.
MSCT–scanning
MSCT study was performed with Toshiba Aquilion
64 scanner (Toshiba, Japan). The detector collimation
was 64 9 0.5 mm with the rotation time of 0.4 s. The
tube current ranged from 330 to 430 mA, the tube
voltage was set at 120 kV and pitch was 0.3. Using a
power injector system (Stellant, Medrad) a volume of
100–120 ml of nonionic contrast agent with 400 mg/ml
Fig. 1 a MSCT aortic annulus measurement––a long axis
(LAX) perpendicular plane. b MSCT aortic annulus measure-
ment––a long axis (LAX) ? 90
o perpendicular plane
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123iodine content (Iomeprol, Iomeron 400, Bracco Int.),
followed by saline chaser bolus of 30 ml, was
injected in the antecubital vein at a mean ﬂow rate
of 5 ml/s. Both volume and ﬂow rate were adjusted to
the patients body habitus. The ECG-gated scanning
of the heart preceded by real time bolus tracking
technique (SureStart, Toshiba Medical Systems) was
performed. The scanning was triggered once the
descending aorta opacity reached 180 H.U. Cardiac
images ranging from the aortic arch to the apex were
acquired during a single breathhold. Reconstruction
image width was 0.5 mm with reconstruction interval
of 0.3. Usage of multi––segmental reconstruction
algorithms resulted in temporal resolution reaching
approximately 150 ms. Multiphase data set was
reconstructed consisting of 10 different systolic
cardiac phases in steps of 10% from 0 to 90% of
the RR-interval.
The acquired images were transferred to a remote
workstation (Vitrea2; Vital Images Inc., USA) for
post-processing and evaluation (W/L 1000/200). The
cardiac phase showing the most reliable data and that
used for measurements of AV complex was seen
mostly at 20% of the RR-interval. Depending on the
scanning span, the dose length product (DLP) and the
effective dose reached 1,200–1,400 mGy/cm
2 and
19–22 mSv, respectively.
MSCT––image analysis
The measurements in MSCT were performed by an
experienced radiologist using two methods. First, the
AV complex was visualized in two perpendicular
planes––LAX and LAX ? 90 (Fig. 3a and b, respec-
tively), the ﬁrst of which reﬂected the transthoracic
parasternal long axis view (Fig. 1) and 135 mid-
esophageal view (Fig. 2). The MSCT LAX plane was
manually optimized with regards to anatomical
details in each case by an investigator skilled in
performing TTE and TEE exams. This approach
allowed for a head-to-head comparison of the accu-
racy of different modalities. Fundamentally, a view
was obtained where the continuity between the
LVOT walls (i.e. aortic-mitral curtain, membranous
ventricular septum or LV wall, depending on plane
selection) and aortic sinuses was clearly visible. The
annulus was then measured as the distance between
the aortic cusps hinge points. If protruding calciﬁca-
tions were present at these particular points, they
were included in the annulus dimension but only to
the level of the above-mentioned LVOT-sinuses
continuity line.
Secondly, to fully exploit the MSCT-related
multiplanar imaging capability, we adjusted both
perpendicular planes to achieve the measurements of
minimum and maximum AAd. Thus, a more in-depth
Fig. 2 Aortic annulus measurement in TTE––a parasternal
long axis view
Fig. 3 Aortic annulus
measurement in TEE––a
135 mid-esophageal view
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123understanding of the elliptical character of aortic
annulus became available. As a result, for each
patient we calculated the mean values of AAd in
LAX and LAX ? 90 planes along with the mean
values of AAd in the perpendicular planes demon-
strating minimum and maximum dimensions.
MSCT AVA planimetry was accomplished at the
point when there was maximum valve opening with
a cross-sectional plane positioned at the level
of smallest valvular oriﬁce.
MSCT––calcium score
Prior to contrast administration coronary artery
calcium score (CACS) along with AV calcium score
(AVCS) were also determined using a standardized
MSCT imaging protocol with retrospective ECG
gating. The detector collimation was 32 9 0.5 mm.
The tube current ranged from 170 to 300 mA, the tube
voltage was set at 120 kV and pitch was 0.4. Axial
images were reconstructed at 60% of the RR-interval,
to achieve least motion artifacts, with an effective
slice thickness of 3 mm. Foci of calcium were
identiﬁed by detection of at least three contiguous
pixels (voxel size = 1.03 mm
3) of peak density C130
Hounsﬁeld units (HU) within a coronary artery. The
lesion-speciﬁc scores were computed as the product of
the area of each calciﬁed focus and peak CT number
(scored as 1 if 131–199 HU, 2 if 200–299 HU, 3 if
300–399 HU, and 4 if 400 HU or greater) according to
the Agatston method [10]. AVCS was gauged cumu-
latively for valvular annulus and cusps.
Statistical analysis
All values are expressed as means ± standard devi-
ations or numbers and percentage. Continuous vari-
ables had a normal distribution that was validated by
Fisher’s test. One-way analysis of variance was used
to compare the aortic complex diameters measured
by TTE, TEE and MSCT. The intra-observer vari-
ability of AAd measurements was analyzed as the
percentage difference between the two measure-
ments: in TTE/TEE off-line assessment of the same
image was performed; in MSCT the variability
analysis required new reconstructions. Paired samples
t test was used to asses if systematic difference
between the size of implanted prosthesis and the AAd
in TTE, TEE, MSCT was present. Spearman’s rank
correlation coefﬁcient analysis was used to evaluate
the strength of the relationship between the variables.
Regression equation was used to predict the size of
implanted prosthesis from the aortic annulus diameter
measured in MSCT. To asses the inﬂuence of factors:
BMI, BSA, AVCS, age, gender, AAd in TTE, TEE,
MSCT on the prediction of the size of implanted
prosthesis a multiple stepwise linear regression was
used. A value P\0.05 was considered statistically
signiﬁcant.
Results
Clinical data
All patients were in NYHA II/III and CCS I-III
functional class.
TheDopplerultrasoundindicesofASseveritywere
as follows: Pmax: 75.8 ± 21 mmHg, Pmean: 44.6 ±
11.5, EOA: 0.7 ± 0.2 cm
2. The mean LV EDV was
136 ± 64 ml, LV ESV: 60 ± 36 ml, LV EF: 57.0 ±
10.0%. Mild aortic regurgitation was observed in
9 subjects.
Mean value of AVCS was 4,351 ± 2,782
Agatston units (Ag.U.).
Systemic hypertension was diagnosed in 12 (60%),
CAD in 14 (70%), obesity in 7 (35%) subjects. Mean
blood pressure was 136.8 ± 10.4 mmHg, mean heart
rate: 77.9 ± 12.6 bpm at the time of the TTE.
All patients underwent successful supra-annular
aortic valve prosthesis implantation, in 10 (50%)
subjects accompanied by CABG. The mean value of
AAd measured intra-operatively after the decalciﬁca-
tion of the valve was 23.3 ± 2.5 mm. The following
aortic valve prostheses were implanted: mechanical in
10 (50%) patients (Bicarbon TR), bioprosthesis in 10
(50%) patients (stented: Hancock IITR, Mosaic TR,
and stentless: Freestyle TR).
Intra-observer variability of TTE/TEE/MSCT
The intra-observer coefﬁcient of variation was 5.2%
for TTE, 3.2% for TEE, and 3.1% for MSCT.
TTE versus TEE versus MSCT
Thecomparisonofaorticcomplexdiametersmeasured
by TTE, TEE and MSCT is presented in Table 1.
Int J Cardiovasc Imaging (2012) 28:343–352 347
123AAd versus size of AV prosthesis
The mean size of implanted prosthesis (22.2 ± 2.3)
was signiﬁcantly smaller than the mean value of AAd
measured by TTE (P = 0.0039), TTE (P = 0.0004),
and MSCT (P\0.0001). The implanted prosthesis
size correlated signiﬁcantly to the AAd: r = 0.603,
P = 0.005 for TTE; r = 0.592, P = 0.006 for TEE;
and r = 0.791, P\0.001 for MSCT (Fig. 4a–c).
The accuracy of the methods used in prosthesis
size selection was analyzed in relation to BMI and
AVCS. Signiﬁcant correlations between the size of
the implanted prosthesis and the AAd in TTE and
MSCT were found in non-obese patients (P = 0.015,
P\0.001, respectively) and in patients with AVCS
below the median value (\3,177 Ag.U., P = 0.009,
P = 0.002, respectively). The size of the implanted
prosthesis correlated to the AAd in TEE both in non-
obese patients and obese patients (P = 0.001,
P = 0.005, respectively) as well as in patients
with AVCS below the median value (P = 0.005)
(Table 2).
The ability of non-invasive methods to predict the
required prosthesis size based on AAd was found to
be independent of the prosthesis type: artiﬁcial valve
(TTE: P = 0.032, TEE: P = 0.014, MSCT: P =
0.016) or bioprosthesis (TTE: P = 0.048, TEE: P =
0.038, MSCT: P = 0.003).
Table 1 Comparison of aortic complex diameters measured by TTE, TEE and MSCT
Diameter TTE Mean ± SD TEE Mean ± SD MSCT Mean ± SD P
LVOT (mm) 19.9 ± 2.7* 19.5 ± 2.7* 24.9 ± 3.3 \0.001 (vs. MSCT)
AAd (mm) 24 ± 3.6* 26 ± 4.2 26.9 ± 3.2 0.04 (vs. MSCT)
Bulb (mm) 37 ± 5.1 35 ± 4.4 38 ± 5.3 NS
STJ (mm) 31 ± 4.6 30 ± 5.9 31 ± 4.7 NS
AoAsc (mm) 36 ± 5.9 35 ± 7.7 37 ± 8.2 NS
AVA (cm
2) 0.9 ± 0.33 0.86 ± 0.30 1.13 ± 0.38 NS
LVOT left ventricle outﬂow tract, AAd aortic annulus diameter, STJ sino-tubular junction, AoAsc ascending aorta, AVA aortic valve
area, TTE transthoracic echocardiography, TEE transoesophageal echocardiography, MSCT multi-slice computed tomography
*Signiﬁcant correlation vs. MSCT
Fig. 4 Correlations
between the size of the
implanted prosthesis and
AAd obtained in:
a TTE: r = 0.603,
y = 12.087 ? 0.416x,
P = 0.005; b TTE;
r = 0.592,
y = 13.400 ? 0.346x,
P = 0.00; c MSCT
r = 0.791,
y = 8.571 ? 0.467x,
P\0.001 on the LAX
plane
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123In multivariate regression analysis the AAd mea-
sured in MSCT was an independent factor (r = 0.791,
P\0.0001) predicting the size of implanted
prosthesis.
MSCT-related multiplanar imaging and AAd
estimation
MSCT-related multiplanar imaging revealed non-
signiﬁcant differences between the mean values of
AAd measured in the following planes: LAX and
LAX ? 90; and as minimum and maximum AAd in
the perpendicular planes of measurement (Table 3).
However, the comparison of the minimum and
maximum AAd in consecutive individuals showed
difference up to 5.1 mm. The implanted prosthesis
size correlated signiﬁcantly to the AAd in all planes
of measurement (Table 3). In multivariate regression
analysis the mean value of the minimum and
maximum AAd optimally ﬁtted the model (r =
0.802, P\0.0001).
Discussion
Current standard pre-procedural imaging in degener-
ative AS is based on 2D echocardiography, however,
the role of other imaging modalities, including
MSCT, is emerging. In the present study we
compared 3 methods of AVA and AV complex
measurements, namely TTE, TEE, and MSCT in
patients surgically treated for degenerative AS.
Additionally, we analyzed the role of multi-modality
AAd assessment in selection of the optimal prosthesis
to be implanted.
We found some differences between the AV
complex dimensions measured by TTE, TEE and
MSCT. The LVOT values in TTE and TEE were
smaller than in MSCT. A similar trend was observed
regarding to the AAd––smaller diameters of AAd
were obtained in TTE as compared to MSCT.
Probably the severe calciﬁcations and the 3-dimen-
tional structure of LVOT and AAd may explain these
discrepancies. On the other hand, the methods used in
the study were in accord as to the measurements of
the upper part of aortic root, aortic bulb, and STJ, as
well as the diameter of ascending aorta. A lower
Table 2 Regression analysis between prosthesis size and
TTE/TEE/MSCT-measured AAd diameter in relation to obes-
ity and AVCS (non-obese patients N = 13, obese patients
N = 7, patients with AVCS\3,177 Ag.U. N = 10, patients
with AVCS C 3,177 Ag.U N = 10)
r P
TTE
Obesity
Non-obese 0.563 0.015
Obese 0.474 0.140
AVCS
AVCS\3,177 Ag.U. 0.805 0.009
AVCS C 3,177 Ag.U. 0.597 0.052
TEE
Obesity
Non-obese 0.834 0.001
Obese 0.872 0.005
AVCS
AVCS\3,177 Ag.U. 0.635 0.005
AVCS C 3,177 Ag.U. 0.534 0.091
MSCT
Obesity
Non-obese 0.907 \0.001
Obese 0.308 0.196
AVCS
AVCS\3,177 Ag.U. 0.884 0.002
AVCS C 3,177 Ag.U. 0.508 0.072
AVCS aortic valve calcium score, TTE transthoracic
echocardiography, TEE transoesophageal echocardiography,
MSCT multi-slice computed tomography
Table 3 Regression analysis between prosthesis size and
aortic annulus diameter measured in MSCT-related multiplanar
imaging
AAd (mm)
Mean ? SD
(range)
r P
1. LAX 26.9 ± 3.2
(21.9–32.6)
0.677 0.001
2. LAX ? 90
o 27.6 ± 3.6
(21.0–33.2)
0.614 0.004
Mean value: 1 and 2 27.3 ± 3.5 0.655 0.002
3. Minimum AAd 26.1 ± 3.1
(21.0–34.0)
0.688 0.001
4. Maximum AAd 28.8 ± 3.6
(21.8–34.4)
0.675 0.001
Mean value: 3 and 4 27.4 ± 3.5 0.699 0.001
LAX long axis, AAd aortic annulus diameter
Int J Cardiovasc Imaging (2012) 28:343–352 349
123degree of calciﬁcation in this region may justify a
better visualization. There were also no differences in
the evaluation of AVA.
According to the literature the MSCT-determined
AVA strongly correlates with cardiac ultrasound
ﬁndings and the modality shows excellent sensitivity
and speciﬁcity to detect severe stenosis [2–6, 10–13].
Messika-Zeitoun et al. [8] presented results compa-
rable to our ﬁndings. They found that in patients
referred for transcatheter aortic valve implantation
the highest AAd values were obtained by MSCT as
compared to 2D-echocardiography. The difference
between the AAd estimated in MSCT and TEE or
TEE was larger than that observed between TTE and
TEE. In the study by Tops et al. [14], a similar trend
toward lower AAd in TTE as compared to MSCT was
registered. However, MSCT measurements were
done in the sagittal view. AV planimetry by MSCT
was feasible in all patients, while only in 78 or 57%
of patients by TEE or TTE, respectively.
Since the AAd is of key signiﬁcance in prosthesis
selection, the TTE, TEE and MSCT AAd measure-
ment results were compared to the prosthesis size.
Regardless of modality, non-invasively determined
AAd values were higher than the size of subsequently
implanted prosthesis–the non-invasive methods over-
estimated the size of the annulus; however, at the
same time, the AAd values correlated well with the
size of the implanted prosthesis. This remains in
keeping with well-known data showing a need for
systematic difference to be taken into account while
using TTE, TEE and MSCT for therapeutic decision
making [8, 14]. The most signiﬁcant correlations
between AAd dimension and the prosthesis size were
achieved for MSCT. It should be pointed out that
these relations were consistent for both AAd mea-
surement in long axis and mean AAd calculated from
two other perpendicular planes. In the multivariate
analysis the AAd measured by MSCT was the only
independent factor signiﬁcantly inﬂuencing the pros-
thesis size. Moreover, the mean value of minimum
and maximum AAd optimally predicted the size of
prosthesis. It indicates that MSCT, allows for accu-
rate estimation of the prosthesis size. This accurate
preoperative valve size estimation may help to avoid
postoperative patient-prosthesis mismatch (PPM) by
scheduling those with high risk of PPM (predicted
small prosthesis size) to special procedures namely
stentless implantation or aortic root enlargement.
This can allow for the optimal selection of implan-
tation techniques, namely supraannular versus intra-
annular and stentless (homograft, xenograft) versus
stented or mechanical prostheses [15]. On the other
hand, in standard surgical procedure intra-operative
sizing is performed. However, this method has its
own limitations regarding the non-physiological
hemodynamic conditions associated with cardiopul-
monary bypass. The fact that intra-operative sizing is
performed during diastole makes difﬁcult to compare
the results to the TTE and TEE evaluation that is
routinely measured in systole. This is why we ﬁnally
compared pre-operative AAd assessment to the size
of the implanted prosthesis not to the result of intra-
operative sizing.
Detailed 3D analysis, feasible mainly by means of
MSCT [1, 16], but also in 3D echocardiography [17],
demonstrates that AA is not necessarily circular but
often elliptical. Consequently, MSCT imaging pro-
motes better understanding of AV complex anatomy
simultaneously allowing more precise estimation of
mean AAd. In our study MSCT-related multiplanar
imaging revealed non-signiﬁcant differences between
the mean values of AAd measured in the perpendic-
ular planes. However, a comparison of the minimum
and maximum AAd in consecutive individuals
showed differences up to 5.1 mm. Thus, the complex
assessment of AAd in MSCT allowed the eccentricity
of the AV oriﬁce in some patients to be revealed,
which is important from the practical point of view.
As was mentioned above, the mean value of the
minimum and maximum AAd optimally predicted
the size of prosthesis. The problem of AAd eccen-
tricity in patients with AS referred to transcatheter
aortic valve replacement was presented in the study
by Messika-Zeitoun et al. [8]. Authors measured
long- and short axis diameters of the AA at the level
of the virtual basal ring and found differences up to
5.8 mm––similar to these observed in our study. The
problem of AA eccentricity would probably be even
more important for patients with a degenerated
bicuspid aortic valve.
Despite the low number of patients, the study
elicited signiﬁcant factors limiting the accuracy of the
multimodality approach in AAd estimation. Obesity
was identiﬁed as potent factor deteriorating both TTE
and MSCT performance. This potential limitation
might be signiﬁcantly reduced in MSCT by applying
a different X-ray tube settings adjusted to the
350 Int J Cardiovasc Imaging (2012) 28:343–352
123patient’s body size. AV calciﬁcation, typical for
degenerative AS, hampered the accuracy of all of the
methods investigated. Measurements remained feasi-
ble even in the case of massive calciﬁcation but at a
cost of lower precision. We are inclined to conclude
that high AVCS should raise greater alertness at
interpreting AAd estimation. It is well-documented in
the literature that the presence of massive calciﬁca-
tions of the annulus and cusps may render TTE and
TEE (especially the 2D examination) and also render
magnetic resonance unreliable, including the evalu-
ation of the geometry of the annulus [2, 18, 19]. On
the other hand, MSCT allows to show the exact
location of calciﬁc deposits. The detailed knowledge
about aortic root and valve calciﬁcations is important
for better understanding the pathology complicating
surgical and percutaneous AVR [20].
The main limitation of the study was relatively
small number of enrolled patients.
35% of patients were obese (BMI[30 kg/m
2)
which probably affected the process of measurements
taking. To avoid Doppler-ﬂow-parameters-based
AVA miscalculation caused by impaired hemody-
namics (e.g. LV dysfunction, severe aortic regurgi-
tation) we only examined ,,pure’’ AS patients with
preserved LVEF. In the study only patients for whom
a complex multi-approach evaluation was feasible
were enrolled into the ﬁnal analysis and 63% of
patients were excluded mainly due to the poor
acoustic window for TTE. Taking this into account,
TEE and MSCT seem even more comprehensive.
64-MSCT allows most detailed reconstruction of
the AV complex. However, the exposure to radiation
and administration of iodine-based contrast agent
must be considered in adjusting MSCT protocol for
individual patients. ECG-controlled tube current
modulation (prospective ECG-gating or maximal
ECG-pulsing), typically applied to reduce radiation
exposure [21], was not recommended in our protocol
since we needed full cardiac cycle to accurately assess
coronaries during diastole and take AV complex
measurements at peak systole. The application of dose
saving algorithms in our protocol might critically
compromise image quality, especially during systole.
MSCT acquisition without contrast administration
might potentially enable overall assessment of root
size, but does not permit annulus description [2].
Degenerative AS occurs in older patients and avail-
able data suggests that MSCT-related radiation dose
may not signiﬁcantly increase the life-time risk of
cancer in this age group [14, 22]. Nevertheless, the
MSCT beneﬁt should be considered individually.
Summarizing, in patients with AS echocardiogra-
phy remains the main diagnostics tool in clinical
practice. AV MSCT planimetry along with entire AV
complex measurement is accurate and allows optimal
estimation of the required prosthesis size, what may
inﬂuence type of surgical treatment chosen. Because
of exposure to radiation, MSCT has not become a
method of choice in AS assessment yet. However,
MSCT possibly will become an alternative to stan-
dard echocardiography especially in patients sched-
uled for AVR with poor acoustic window and narrow
aortic root. New 3-dimensional modalities seem to be
promising tools probably due to the complex AV
structure and elliptical shape of the aortic annulus.
Severe AV calciﬁcation continues to limit the accu-
racy of all of the methods.
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